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Preclinical Testing
Laboratory and animal testing

Phase I
20-80 Healthy volunteers used 
to determine safety and dosage

Phase II
100-300 Patient volunteers used
to look for efficacy and side effects

Phase III
1000-5000 Patient volunteers used to monitor

adverse reactions to long-term use
(FDA Review/

Approval

Additional
Post-marketing Testing

Compound Success

Rates by Stage

5,000 - 10,000
screened

250 
enter preclinical testing

5
enter clinical testing

Approved 
by the FDA

Source: PhRMA, based on data from Center for the Study of Drug Development, Tufts University, 1995

Bioanalytical

Bioanalytical



Therefore:

For GLP methods: 

Animal Studies: 250 methods

Rat

Dog

Monkey

At least

750 Methods

Clinical Studies:  5 Methods

DRF,  BID DRF, Juvenile Rat, 7 day TK, 28 day TK, 13 week TK, 

Telemetry, Irwin, Micronucleus, Carc. éé..

800,000-1,500,000 Samples need to be analyzed  in Bioanalytical Labs



Challenges for Bioanalysis of Large Molecules:
In recent years (30 years), therapeutic large molecules increased 

significantly, but :

Regulatory:  GLP, Guidance, White papersé

Science & Technology:

Sensitivities (for LC-MS/MS), (Poor Ionization, m/z limitation,

Multi-Charge Species, difficult get dominate product ions) 

Stabilities, (blood, plasma, especially pro-drugs);

Chromatography, (endogenous, interference, Metabolites) 

Examples:      Exenatide (Byetta, MW. 4,187), Glucagon (MW. 3,485) and Salmon 

Calcitonin (MW. 3,455)

How to solve these challenges easily ? Take advantages of 

Power of Next Generationéé. (API-5500 Q Trap or others)



QJet®2 Ion Guide

Linear Acceleratorϰ Trap

AcQuRateϰPulse 
counting Detector

Ion Rail with a Qurved LINAC® Collision 
Cell (API-5500 Q Trap)

Qurved LINAC®

Collision Cell

Higher RF frequency on Q1/Q3 rods 
& advanced Electronics

Advantage 1:  Scan Rate can be much 

faster than API-5000 & API-4000 !



Linear AcceleratorÊ Trap Technology

Advantage 2: Speed and Sensitivity in Ion Trap

Å Higher Linear Ion Trap Sensitivities

ï Linear Acceleration Ion Trap 
Technology

ÅAddition of axial fields within 
the linear ion trap

ÅMove ions toward the extraction 
region just before the mass 
scan

ï Fringing Field Modifications

ÅAddition of properly phased 
auxiliary RF to the ion 
extraction region

ï More Efficient In-Trap 
Fragmentation

Å Faster Scan Speeds and Cycle times

ï Scan rates up to 20,000 amu/sec 
with better than unit resolution.

ÅShorter in-trap fragmentation 
times

[ƛƴŜŀǊ !ŎŎŜƭŜǊŀǘƻǊϰ ¢ǊŀǇ



Sensitivity

Exenatide (Byetta)

39 amino acids: 

MW: 4186.6 Da

Lose Ions; 

Plus: Endogenous Compounds Interferences

 +Q1: 2.805 to 3.055 min from Sample 1 (TuneSampleID) of E... Max. 2.5e6 cps.
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Sample Name: "Exenatide Plasma STD, 5 ng/mL-1"    Sample ID: ""    File: "Test012209.wiff"
Peak Name: "Exenatida2"    Mass(es): "838.2/396.0 Da"
Comment: ""    Annotation: ""

Sample Index:      12     
Sample Type:     Unknown  
Concentration:      N/A            
Calculated Conc:    0.00    ng/mL  
Acq. Date:       1/22/2009  
Acq. Time:       12:06:32 PM  

Modified:           No    
Proc. Algorithm: Specify Parameters - MQ III  
Noise Percentage:     90     
Base. Sub. Window:    0.50   min
Peak- Split. Factor:   2      
Report Largest Peak:   Yes   
Min. Peak Height:     90.00   cps
Min. Peak Width:       2.00   sec
Smoothing Width:       3       points
RT Window:         30.0    sec
Expected RT:        3.40   min
Use Relative RT:    No    

Int. Type:        Valley  
Retention Time:     3.26   min
Area:         2.02e+004   counts
Height:         4.22e+003  cps
Start Time:         3.13   min
End Time:           3.33   min
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Sample Name: òExenatide Plasma STD, 5 

ng/mL - 1ò Sample ID: ñò File: 

ñTest012209.wiffò 

Peak Name: ñExenatideò Mass(es): 

ñ838.2/396.0 Daò

Comment: ñò Anotation: ñò

MRM

838/396

5 ng/mL

Signal, not strong;

Endogenous Interference, 

High

Accumulate Ions in Trap (API-5500 Q Trap) to Enhance 

the Signal  (note: Fast Scan Rate with good fill time !)

MRM3 to get rid of Interference.
 +MS3 (838.30),(396.40): 3.515 to 3.592 min from Sample 12 (Plasma 1000 ng/mL) of Test050809.wiff (Turbo Spray) Max. 7.4e4 cps.
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Trap More !

 +EPI (838.30) CE (30): 1.361 to 1.464 min from Sample 1 (Exenatide) of ... Max. 3.2e6 cps.
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Product Ions of m/z 838.3 

Exenatide

MRM3



Sample Name: "LLOQ 5 ng/mL"    Sample ID: ""    File: "Test051109A.wiff"
Peak Name: "Exenatide-1"    Mass(es): "201.7 - 202.7 Da"
Comment: ""    Annotation: ""

Sample Index:      38     

Sample Type:          QC  

Concentration:     5.000    ng/mL  

Calculated Conc:   3.688    ng/mL  

Acq. Date:       5/11/2009  

Acq. Time:       6:12:40 PM  

 

Modified:           No    

Proc. Algorithm: Specify Parameters - MQ III  

Noise Percentage:     80     

Base. Sub. Window:    1.00   min

Peak-Split. Factor:   2      

Report Largest Peak:   Yes   

Min. Peak Height:    500.00   cps

Min. Peak Width:       0.00   sec

Smoothing Width:       3       points

RT Window:         30.0    sec

Expected RT:        3.54   min

Use Relative RT:    No    

 

Int. Type:       Base To Base  

Retention Time:     3.56   min

Area:         3.460e+003   counts

Height:         1.179e+003  cps

Start Time:         3.52   min

End Time:           3.65   min
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MRM3

838/396/202

5 ng/mL

Test051109.rdb (Exenatide-1): "Linear" Regression ("1  / (x * x)" weighting): y = 809 x + 477 (r = 0.9958)
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LLOQ LQC MQC MHQC HQC

Conc (ng/mL) 5.00 15.0 50.0 800 1800

5.14 15.9 46.4 779 1650

4.32 16.9 47.2 767 1549

5.65 12.0 41.7 821 1521

4.54 13.5 43.7 729 1641

3.69 17.1 50.0 658 1745

4.22 17.4 45.3 751 1672

Mean 4.59 15.5 45.7 751 1630

SD 0.701 2.22 2.85 54.8 82.4

CV 15.3% 14.3% 6.2% 7.3% 5.1%

RE -8.2% 3.2% -8.6% -6.1% -9.5%

Method in Clinical Sample Analysis: LLOQ is 0.1 ng/mL



Sample #

Spiked 

Conc. 

(ng/mL)

Calculated Conc.

By LC-MS/MS 

(ng/mL)

Accuracy 

(%)

Calculated Conc.

by ELISA 

(ng/mL)

Accurac

y (%)

Sample 1 1 0.960 96 1.42 142

Sample 2 1 0.915 92 1.34 134

Sample 3 1 0.916 92 1.49 149

Sample 4 6 5.43 91 8.80 147

Sample 5 6 6.20 103 9.80 163

Sample 6 6 6.09 101 7.90 132

Sample 7 25 24.1 96 31.5 126

Sample 8 25 26.5 106 30.9 124

Sample 9 25 20.7 83 32.9 131

Sample 10 50 49.2 99 61.5 123

Sample 11 50 50.8 102 54.6 109

Sample 12 50 52.2 104 60.0 120

Sample 13 200 221 111 260 130

Sample 14 200 226 113 255 128

Sample 15 200 224 112 279 140

Sample 16 400 376 94 488 122

Sample 17 400 401 100 464 116

Sample 18 400 403 101 444 111

Mean 99.8 130.4

Comparison of Sample Analysis Data for Exenatide 

in K2EDTA Human Plasma by LC-MS/MS & ELISA Methods 

1) In general, Results from ELISA are higher which may be from cross-

reactions with Exendin-4 (3-39), GLP-1 or Glucagoné..

2) Exenatide kit from AB BioLabs Inc. (Cat#: SEK 0130-01B).



Power  1:

On API-5500 Q Trap: Take advantage of Fast Scan rate with 

appropriate fill time in Trap to Enhance Ion Intensity (Sensitivity) & 

Reduce Background to increase S/N ratio as well by MRM3. 



Salmon Calcitonin:

Calcitonin is a 32-amino acid

linear polypeptide hormone

produced by the C-cells

MW. 3,455 Da

 +Q1: 0.679 to 0.854 min from Sample 1 (TuneSampleID) of Calcitonin Q1b.wiff (... Max. 3.2e6 cps.
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1) Multi-Charge Ions; 2) Week ionization

 +MS2 (687.30) CE (35): 0.201 to 0.267 min from Sample 1 (TuneSampleID) of Calci... Max. 1.3e5 cps.
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of m/z 687.3 

 +MS2 (858.90) CE (40): 0.480 to 0.671 min from Sample 1 (TuneSampleID) of Cal... Max. 1.5e4 cps.
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1) Week Product Ions; 2) Small fragment ions (no dominate ions; no grand daughters)

http://en.wikipedia.org/wiki/Hormone


Therefore: in these cases, MRM3can not be used; the ñPOWER 2ò

can be considered (Take advantage of high resolution  

with fast scan rate of API-5500 Q Trap)

But, here ñHigh Resolutionò is not from TOF instruments for 

Accurate Mass Determination ! Not MRMHR

Chose ñHighò



 +Q1: 3 MCA scans from Sample 1 (TuneSampleID) of MT20110213104201.wiff (Turbo Spray) Max. 1.1e8 cps.
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 +Q1: 8 MCA scans from Sample 1 (TuneSampleID) of MT20110213101857.wiff (Turbo Spray) Max. 8.8e7 cps.
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Unit Resolution

 +Q1: 0.000 min from Sample 1 (TuneSampleID) of MT20110213103507.wiff (Turbo Spray) Max. 3.7e7 cps.
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 +Q1: 5 MCA scans from Sample 1 (TuneSampleID) of MT20110213103921.wiff (Turbo Spray) Max. 1.9e8 cps.
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High Resolution

Note: Need tuning high 

resolution voltages, not 

default numbers



Note: Need carefully chose ñFastò scan rate combines with the ñhigh 

resolutionò (or Why do we need ñFastò scan rate with ñHighò 

resolution?)
Sample Name: "std1(IS-2500)"    Sample ID: ""    File: "test051209.wiff"
Peak Name: "5-FU"    Mass(es): "129.0/42.0 Da"
Comment: ""    Annotation: ""
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To avoid no enough time 

points to construct the peak 

& lost the highest point 



Sample Name: "std1(IS-2500)"    Sample ID: ""    File: "test051209.wiff"
Peak Name: "5-FU"    Mass(es): "129.0/42.0 Da"
Comment: ""    Annotation: ""
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Unit Resolution High Resolution

XIC of +MRM (1 pair): 858.900/1107.000 Da  from Sample 1 (09/1... Max. 301.3 cps.
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XIC of +MRM (2 pairs): 686.900/115.300 Da  from Sample 1 (04/21/2010 HP (2:1 co... Max. 5255.0 cps.

0.6 0.8 1.0 1.2 1.4 1.6 1.8 2.0 2.2 2.4 2.6 2.8 3.0 3.2 3.4 3.6 3.8 4.0 4.2 4.4 4.6 4.8 5.0
Time, min

0

20

40

60

80

100

120

140

160

180

200

220

240

260

280

300

320

340

360

380

400

420

440

460

475
In

te
n

s
it

y
, 

c
p

s

2.18

0.25-500 ng/mL in Dog Plasma


